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READ THESE INSTRUCTIONS BEFORE USING THE EQUIPMENT 
A COPY OF THESE INSTRUCTIONS CAN BE FOUND ON OUR WEBSITE (WEB ADDRESS STATED ON THE 
BACK PAGE OF THIS BOOKLET). 
CHECK THERE IS NO DAMAGE TO THE DEVICE PRIOR TO OPENING AND USING.  
SERIOUS INCIDENTS THAT OCCUR IN RELATION TO THIS DEVICE MUST BE REPORTED TO THE 
MANUFACTURER AND TO THE COMPETENT AUTHORITY OF THE MEMBER STATE IN WHICH THE USER 
AND/OR PATIENT IS ESTABLISHED.  
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1. SYMBOLS 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 

 
 
 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
Where this is shown indicates caution is necessary in order 
to avoid undesirable consequences. 

 
Consult the instructions before using the equipment 

 Do not use any form of grease or oil near the device. 

 No Smoking 
 
Do not use this device near any source of ignition 
 

 
 

 

Distributor (If applicable) 
 
 
 
 
Importer (If applicable)  

 Catalogue Part number 

 
Indicates the item is a medical device.   

 
 

Authorised Representative in the European 
Community/European Union  
 

  
 

Unique Device Identifier 

 Serial Number of the device 

 

 
Date of manufacture when the device was made and 
country of manufacture of the device 

 

Indicates the medical device manufacturer  

 Next Maintenance or Service Due date 

 Use-by date 

 

Storage Temperature Limit 
(For operating temperature see section 4 and 11 for 
guidance with use with analgesic gas) 

https://www.bing.com/images/search?view=detailV2&ccid=508dtux%2b&id=718D4C5C32BF489FE5175D218704AE7CA5665E8E&thid=OIP.508dtux-tWYOChA0aDaAjwHaHa&q=no+smoking+symbol&simid=608028557872989067&selectedIndex=15�
https://www.bing.com/images/search?view=detailV2&ccid=amyM9NzX&id=FE83672DA735DA6C6D99A8AAA3B0321710F144DF&thid=OIP.amyM9NzXa-KRieWCCB3F9QEsEW&q=manufactured+by+symbol&simid=607990483004294905&selectedIndex=4�
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2. INTENDED USE/ PURPOSE OF DEVICE. 
 
The B.N.O.S. Meditech oxygen demand valve is a device used to function as a delivery 
system, intended for patient use for the self-administration of medical oxygen. Oxygen should 
only be used for short-term/temporary therapy by self-administration of the demand valve user 
and under supervision of suitably qualified medical personnel in Hospitals and Prehospital 
situations.  

The device regulates the therapeutic gas flow to a patient in response to the patient’s own 
breathing effort when the patient requires temporary pain relief from the following examples: 
cluster headaches or patient requires short term support of respiration. 
 
The B.N.O.S. Meditech demand valve is designed for purpose with either reusable 
(autoclavable) patient inhalation masks or single use patient inhalation masks/mouthpieces. It 
is highly recommended that a single use filter is used between the demand valve and the 
facemask/mouthpiece to minimise the risk of contamination of the device and subsequent 
cross contamination between users. Please ensure that single use 
filters/facemasks/mouthpieces are correctly specified for use with Oxygen. 
Filters/facemasks/mouthpieces require a 22mm female connection complying with BS EN ISO 
5356-1:2015. This device can be used with the entire population under the supervision of a 
qualified clinician and their decision if the device is suitable for the patient. 
 
 

3. TECHNICAL DESCRIPTION 
 
The principle of operation of the demand valve is similar to the original design of equipment 
used in the diving market. A diaphragm (a) contained within the demand valve housing (b) acts 
upon a tilt valve assembly (c). When the user exerts a negative pressure at the patient 
connection port (d) by inhaling, the diaphragm actuates the tilt valve due to the negative 
pressure created within the housing subsequently supplying a flow of gas at the patient 
connection of the device. (See Figure 1 and 2) The greater the negative pressure exerted on 
the device, the higher the flow rate available at the patient connection port. The flow rate is 
entirely related to the inspiratory effort of the user.  
The demand valve has been specifically designed to be used with low-cost single use generic 
mouthpiece and filter systems that are widely available using standard connections that 
conform to BS EN ISO 5356-1. 
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This device can be used with the entire population under the supervision of a qualified 
clinician. Use of the device is dependent on the decision from a medical professional as to 
whether the device is suitable of the patient. 
 
 
 
 

4. WARNINGS/CONTRAINDICATIONS 
 
 

4.1. Please read these instructions before use. Do not use the demand valve if you do 
not understand the instructions detailed in this user guide. 

 
4.2. Do not use any form of grease or oil (hydrocarbon-based substances) with 

this device, e.g., hand creams and moisturisers.  
 

4.3. Do not use this device near any source of ignition e.g., naked flame, 
electrically powered heaters, cigarettes etc. 

 
4.4. Do not smoke any products including tobacco when using this device. 

 
4.5. Medical Oxygen is a medicinal gas, and its use must be supervised by correctly 

trained medical staff and/or prescribed for use where applicable by a suitably 
authorised medically trained individual e.g., Doctor. 
 

4.6. Do not use the “Press to Flush/Test” button when the device is in use on a patient. 
 

4.7. Ensure sufficient Oxygen is available for use in a cylinder, before using the product. 
 

4.8. If using medical gas cylinders, ensure that they are adequately secured or always 
stowed. 

 
4.9. The demand valve hose is fitted with medical gas specific connectors. Do not 

interfere or modify the connector. Particular attention must be paid during any form 
of maintenance to ensure that the correct medical gas specific connector is fitted to 
the device. 
 

4.10. If used with a medical gas regulator, always ensure that the regulator cylinder valve 
is opened slowly. 

 
4.11. The device must not be used with harness or retained face mask or in water. 

 
4.12. When using a regulator/cylinder, make sure that the regulator can provide the 

Demand Valve with a flow of at least 100 l/min @ 4 bar of gas, to ensure that the 
device functions as intended. If in any doubt as to the suitability of the medical gas 
regulator to be used with the device, please contact the manufacturer. 

 
4.13. When the demand valve is not in use, turn off the regulator where appropriate and 

disconnect the valve from the medical gas supply. 
 

4.14. Check the demand valve and supply hose regularly for leaks. Remove any leaking 
device from service immediately. 
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4.15. Ensure that the hose is always arranged in such a way that it cannot be damaged 
and does not cause any form of obstruction or hazard. 

 
4.16. Only trained personnel must make decisions on which patients are suitable for this 

treatment. 
 

4.17. Stop use of the demand valve if the trained supervisor or user detects a change in 
performance of the device or side effects observed (which must be reported) to the 
manufacturer. Although, no side effects are known with Demand Valve use. 

 
4.18. The device is contraindicated against the following: 

- Do not use on a child unless approved by a trained medical professional.  
- Do not use on unconscious patients.  
- Inability for the user to hold own face mask or mouthpiece to the mouth, to 

administer the therapy. 
 
 
 
 
5. INSTRUCTIONS FOR USE 
 

 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
         Figure 3. Oxygen demand valve features and with connected single patient mask.  
            
5.1. Before connecting to a pressurised gas source, please ensure the unit is clean and in 

good condition. If you have any doubts about the condition, please do not connect or use 
the device. Please check that the inhalation diaphragm is fitted to the device and seated 
correctly (laying flat against the body of the device). 
 

5.2. Ensure that the supply hose attached to the demand valve is connected to an Oxygen 
Medical Gas supply that uses the correct respective Medical Gas fitting. 

 
5.3. If using an Oxygen regulator, please check that the cylinder has adequate gas and that 

the cylinder valve is turned on. It is suggested that the portable cylinder is at least half full 
and that additional cylinders are available if required. 
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5.4. Before administering Oxygen to the patient, please check the availability of gas by briefly 

pressing the ‘Flush/test’ button, located on the top of the Demand Valve (See Figure 3 
above). Please check that there are no audible sounds of gas flow once the ‘Flush/Test’ 
button has been released. 
 

5.5. It is strongly advised to use a single use filter with the demand valve to minimise the risk 
of contamination of the device and a subsequent cross contamination between users. 
Connect a universal patient inhalation mask or single use patient inhalation 
mask/mouthpiece to the single use filter (See Figure 3 above). 
 
If the demand valve handset is suspected to be contaminated internally it cannot be 
reprocessed effectively and should be disposed of. 
 

5.6. The Demand Valve is now ready for use. The user should be instructed to inhale through 
the mouthpiece or face mask connected to the patient connection port fitted to the 
demand valve. Doing so will create a negative pressure on the patient connection port 
which will activate the supply of medical oxygen. The larger the breath taken by the user, 
the greater the supply of oxygen. Please advise the user not to press the ‘Flush/Test’ 
button whilst the device is in use.  
 

5.7. The user can exhale through the mouthpiece or face mask. 
 

5.8. The demand valve will stop supplying gas when the user stops inhaling. The exhaled gas 
will exit through the demand valve via the exhalation port. 

 
5.9. The device should continue to be used under the supervision of medically trained 

personnel.  
 

5.10. The duration of use of the device is to be determined by the medically trained 
professionals who are supervising the use of the demand valve. 

 
5.11. Stop use of the demand valve if the suitably trained supervisor or user detects a change 

in performance of the device or any side effects. 
 

5.12. When therapy is complete, disconnect the demand valve from the gas supply. Turn the 
gas cylinder off and depressurise the handset before disconnection by pressing the 
flush/test button (Figure 3) until the gas is fully exhausted. 

 
Store the demand valve in a clean, dry environment between uses. 
 
NOTE: If a wrist band is used, ensure that the loop (1) (Refer to Figure 4 below) is 
secured around the demand valve handle itself and the second loop (2) is around the 
patient wrist. The cords can be tightened and loosened by the cord adjuster blocks.  
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Figure 4. Connecting the wrist band (if applicable).  
 
 

6. CLEANING AND DISINFECTION 
6.1. Ensure demand valve is disconnected from the gas supply before cleaning. 

6.2. Clean the device before first use and then subsequently after every use, ensure the 
Demand Valve, including the handle is wiped over thoroughly with a disinfecting wipe. 
For disinfection purposes a chlorine dioxide-based product (e.g., the Tristel Wipes and 
solution system) can be used, at a nominal concentration of 0.02% wt/vol. The 
concentration refers to chlorine dioxide in water. Follow the manufacturer’s directions for 
safe use. 

6.3. The Demand Valve is not suitable for autoclaving. 

6.4. The Demand Valve should be thoroughly dried before storage.  
 

 

7. ACCESSORIES (optional but not necessary for use of the device). 
 

Part Number    131-0397-00 
Wristband (optional)  
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8. MAINTENANCE 
8.1. Maintenance must be conducted on the unit on a five yearly basis by B.N.O.S. Meditech 

or engineers certified by B.N.O.S. Meditech. This activity involves dismantling the unit 
and replacing all internal seals, diaphragm, medical gas supply hose and any 
components which show significant wear and tear. When serviced by Meditech, and 
where the time to end of life is less than the normal service interval, the service due date 
will be replaced by the end of life/use-by date and preceded by the symbol  . 

8.2. Performance checks should also be checked on a five yearly basis, using suitable test 
equipment. The negative pressure required to generate specific flows from the device 
must be evaluated. If required, B.N.O.S. Meditech Ltd. can advise on suitable test 
equipment or conduct training. For demand valves in frequent use, for example, an 
Ambulance Service, personnel trained to supervise the use of a demand valve should 
refer to 5.4 of these instructions for use document and conduct the check as described 
on a regular basis. For less frequent users, a leak test should be periodically performed 
by applying an oxygen compatible leak test solution to all medical gas supply hose 
fittings and joints, where applicable. Caution must be taken when cleaning not to bend 
the needle and the diaphragm must be fitted and realigned correctly. The suggested 
period is annually.  

8.3. The medical gas supply hose MUST be changed every five years. This is indicated by 
the label provided on the hose. 

8.4. B.N.O.S. Meditech Ltd. offers training and certification on the service, repair, and 
preventative maintenance of its products. 

8.5. At end of life the device can be disposed of through normal clinical procedures or      
returned to Meditech. 

 
 

9. UDI AND SERIAL NUMBER     
 

The Serial No. is to be found on the handle label of the demand valve. It consists of four 
sections, the first letters expressing the general type of device, followed by numbers for the 
month and year of manufacture and lastly a set of up to five numbers representing the 
individual “number” of the unit and differentiating units built in the same month. 

 
  Example: ODV122300001 
 

                ODV                                      12                                   23                   00001         
   Oxygen Demand Valve     Month of Manufacture    Year of Manufacture    Number of Units     
 

        
        
The UDI symbol identifies the UDI carrier, including the AIDC (automatic identification and data 
capture) and HRI (human readable information).  
(01) GTIN number to identify the device and manufacturer.  
(11) Manufacturing Date of the device 
(10) Batch/lot number of the device 
(21) Serial Number 
(17) Expiration Date of the device 
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10. INTENDED LIFE  
 
The demand valve is designed to have a product life span of 10 years, excluding abuse and/or 
damage to the device and provided the maintenance programme is adhered to in Section 8. 
This date can be found on the handle label. The hose must be replaced every 5 years.  
 

11. SPECIFICATION 
 

Inspiratory Resistance   <1.5 kPa @ 200 l/min 
  <0.25 kPa @ 10 l/min 
 

Expiratory Resistance   <0.1kPa @ 12 l/min 
  <0.6kPa @ 120 l/min 
 

Transport and Storage Temperature:  -20°C to 60°C  
 
Operating Temperature:    5°C to 40°C  
 
Weight The demand valve weight is 0.44kg with hose (1.5M 

model).  
 
Length 143mm length x60mm diameter x80mm depth (1.5M 

model). 
 
Intended life  10 years (and 5 years for hose replacement). 
 
Supply Pressure @ 100l/min  Nominal 400 kPa, Max 600kPa and Min 280kPa 

 

12. SPARE PARTS 
 

Description                                   Part Number           
 
Inhalation Diaphragm                       033-1030-00       

 
 

                   

13. APPLICABLE STANDARDS 
 

B.N.O.S. Meditech Ltd is an ISO 13485:2016 certified company. 
 
B.N.O.S. Meditech Demand Valves are supplied in conformity under a quality system to 
meet Medical Devices Regulations 2017/745 and Medical Devices Regulations UK MDR 
2002 (SI 618) as subsequently amended by the EU Exit Regulations of 2019 (SI 791) and 
2020 (SI 1478).  
Demand Valves are classified as Class IIa Medical Devices.  
 
The above quality system has been inspected by the Notified Body Ref: CE 2797 being 
BSI, Say Building, John M. Keynesplein 9, 1066 EP Amsterdam, The Netherlands and for 
UKCA by UK Approved Body UKCA 0086 being BSI, Kitemark Court, Davy Avenue, Milton 
Keynes, MK5 8PP. 
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IMPORTANT NOTICE 
Manufacturer’s Warranty is for a period of 7 years (excluding the hose which is 5 years 
intended use) and includes parts and labour. It does not include transport costs. 
This is under the condition that the demand valve device is sent to Meditech for service at 
the 5-year period.  
The responsibility and cost of returning and collecting the unit from the manufacturer or their 
authorised representative is the owners.  
  
B.N.O.S Meditech Ltd reserves the right to change design without prior notice. 
 
Any disassembly of the device beyond that detailed in this manual will invalidate the 
warranty and the manufacturers disclaim any liability for products that have 
undergone unauthorised repair. 
 

 
 
The following National & International Standards apply to the device:  
 

 
Standard:  Title:  
BS EN ISO 5356-1:2015 Anaesthetic and respiratory equipment, 

cones and connectors, cones, and 
sockets. 

BS EN ISO 15001:2011 Anaesthetic and respiratory equipment. 
Compatibility with Oxygen. 

BS EN ISO 5359:2014+A1:2017 Low pressure hose assemblies for use 
with medical gases. 

BS 5682:2015 
 

Probes (quick connectors) for use with 
medical gas pipeline systems. 

BS 4272-2:1996 Anaesthetic and Analgesic machines. 
Specification for intermittent (demand) 
flow analgesic machines for use with 
50/50% V/V Nitrous Oxide and Oxygen. 

BS EN ISO 14971:2019+A11:2021 Medical Devices. Application of risk 
management to medical devices. 

BS EN ISO 15223-1:2021+A1:2025 Medical Devices. Symbols to be used 
with medical device labels, labelling and 
information to be supplied. General 
requirements. 
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COMPANY CONTACT DETAILS 
This device is designed and manufactured by: 

 
 

          
B.N.O.S. MEDITECH LTD 

                9 FIFTH AVENUE, BLUEBRIDGE IND EST 
            HALSTEAD, ESSEX, CO9 2SZ, ENGLAND 
                        Tel:  +44 (0)1787 479 475 
                        Fax: +44 (0)1787 477 747 
                        E-mail: sales@meditech.uk.com 
                        Website: www.meditech.uk.com 

 
 

EU REPRESENTATIVE : 
MEDICAL DEVICE MANAGEMENT LTD 

                  BLOCK B, THE CRESCENT BUILDING  
        NORTHWOOD, SANTRY 
        DUBLIN 9, D09 C6X8 

                IRELAND 
  Tel: +353 (0) 1893 4143 
 
 

 
                                                                                                                                                                                                                                              

  2797                  0086       

mailto:sales@meditech.uk.com
http://www.meditech.uk.com/
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